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Chapter 1  Introduction  

 
 The StFX Biosafety Manual and Protocol are intended to help foster a safe 
environment which supports teaching and research. The Biosafety Manual provides 
information, guidelines, and policies that should be used in conjunction with other 
resources to minimize the risk of laboratory incidents and to aid in the protection of 
laboratory personnel and the surrounding environment from possible exposure to 
biohazardous material.  
 

1.1 Definitions  
 
Biological material – refers to microorganisms, proteins, and nucleic acids along with other 
biological matter that may contain microorganisms, proteins and nucleic acids, whether or 
not they are infectious or toxic.  This material may pose a risk to health and safety, or the 
environment.  
 
Biohazard – biological material (microorganisms [bacteria, fungi, protozoa], parasites, 
animal cells, tissues and body fluids, particles [viruses], toxins, infectious molecules [prions, 
viroids]) that constitutes a threat or hazard to the health and safety of humans, animals, 
plants or the environment.  
 
Biosafety  - deals with all aspects of containment to prevent exposure to or accidental 
release of biohazards. 
 
Biosecurity – procedures adopted to prevent the theft, misuse or intentional release of 
biohazards. 
 

1.2 Responsibilities  
 
The policies, regulations, and procedures of the Biosafety Program shall apply to all 
activities involving the use, storage, transportation, and disposal of biohazardous materials 
in or on the buildings and grounds of St. Francis Xavier University. The organization of the 
Biosafety Program include the following:  
 

- Biosafety Committee  

- Biosafety Officer  

- Principal Investigators  

- Users of biohazardous materials  
 
The Biosafety Committee reports to the Academic Vice-President and Provost. The 
committee is mandated to: 
 

1. offer advice on the safe use of biohazardous materials; 
 

2. ensure adherence to the Government of Canada’s Canadian Biosafety Standards 
and Guidelines, and to the National Institutes of Health NIH Guidelines for Research 
Involving Recombinant or Synthetic Nucleic Acid Molecules. 

 



5 

 

The Biosafety Committee members are appointed by the Academic Vice-President in 
consultation with the appropriate Dean(s) of Faculty.  The Committee membership shall be 
appointed as follows: 
 

1. one Faculty member from each building in which biohazardous materials are used;  
2. one Science Faculty member who is a non-user and who Chairs the Committee; 
3. The University Biosafety Officer;  
4. The University Health and Safety Officer. 

 
Members shall be appointed such that the committee has expertise in biohazardous 
materials, techniques and procedures utilizing these materials and infection control. 
 
The term of office for all members shall be three years with the exception of the Biosafety 
Officer and the Health and Safety Officer who shall be permanent ex-officio members of the 
Committee.   The University Biosafety Officer may not serve as Chair. 
 
The Committee shall meet at least twice per year or more frequently as required to fulfill the 
responsibilities of the Committee.  Minutes shall be recorded and distributed to members, 
the Academic Vice-President, the Associate Vice-President Research and Graduate 
Studies (AV-PRGS) and the appropriate Dean(s) of Faculty.  
 
Where a member has an actual, potential or perceived conflict of interest regarding the 
approval of a project, the member shall not be present during the discussion and decision. 
 
Responsibilities of the Biosafety Committee are to: 
 

1. Establish and from time to time review the University Biosafety Program governing 
activities involving the use of  biohazardous materials; 

2. Review and approve all activities involving the use of biohazardous materials, 
determine the level of containment required and assess the biosecurity measures 
before the initiation of the activity; 

3. Assess the Principal Investigators qualifications, training, and experience in relation 
to the biohazardous materials to be used; 

4. Ensure that facilities in which biohazardous materials are used are inspected to 
ensure satisfactory containment measures are available and in use; 

5. Ensure that there are procedures for the acquisition, secure storage, transport, 
handling, and disposal of biohazardous materials; 

6. Ensure that there are methods of record keeping and biohazard inventory in place; 
7. Ensure that emergency response plans for biohazardous material incidents have 

been established; 
8. Interpret policies, standards, and guidelines where necessary and provide 

information to Principal Investigators as appropriate; 
9. In cases of non-compliance with this protocol or any federal, provincial or municipal 

legislation, 
 (i)  inform the Principal Investigator, Department Chair, Associate Vice-

President Research and Graduate Studies and appropriate Dean of the 
non-compliance, and in consultation with the Biosafety Officer, specify 
actions to be taken to deal with the non-compliance and set deadlines for 
such actions. 
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 (ii)  refer continuing issues of non-compliance to the Academic Vice-
President. 

 
The Chair of the Biosafety Committee shall: 
 

1. Submit an annual report on biosafety activities to the Associate Vice-President 
Research and Graduate Studies.  A copy to be retained by the Biosafety Officer. 
Where the Chair of the Committee provides the Academic Vice-President with 
written recommendations on behalf of the Committee, the Academic Vice-President 
shall provide a written response to the Committee 

2. Sign approved biosafety certificates. 
 
  
 The Biosafety Officer, Principal Investigators, and laboratory personnel must work 
together to ensure safety when working with biohazardous materials.  All faculty, staff, and 
students are expected to take individual responsibility for safe work practices and 
procedures so as to safeguard their own individual health and well-being as well as that of 
their colleagues. The day-to-day operation of the Biosafety Program is overseen by the 
Biosafety Officer. Principal Investigators are primarily responsible for the safe operations 
within their laboratory and must ensure safe work practices are implemented, while 
laboratory personnel must follow the procedures as outlined in this manual and by their 
supervisor.  Additional responsibilities are outlined as follows:  
 
Responsibilities of the Biosafety Officer are to:  
 

1. Assist Principal Investigators to assess facilities and assist in the preparation of the 
biosafety certificate application; 

2. Co-sign approved biosafety certificates; 
3. Provide advice on biohazardous materials and work procedures; 
4. Provide general biosafety training; 
5. Perform inspections and sign documentation for import permit applications; 
6. Ensure that steam sterilization cycles are verified using biological indicators on a 

regular basis and that records of users and cycles are maintained; 
7. Investigate all incidents relating to biosafety; 
8. In cases of non-compliance with this protocol or any federal, provincial or municipal 

legislation, 
 (i)  inform the Principal Investigator and Chair of the Biosafety Committee of 

the non-compliance, specify actions to be taken to deal with the non-
compliance and set deadlines for such actions; 

 (ii)  refer continuing issues of non-compliance to the Academic Vice-
President.  

 
Responsibilities of the Principal Investigator (PI) are to:  
 

1. Apply to and receive approval from the Biosafety Committee before obtaining and/or 
commencing work with biohazardous material; 

2. Comply with and enforce the guidelines and standards set by regulatory and 
granting agencies, University policies and all certificate and permit terms and 
conditions; 
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3. Ensure that amendments to the certificate including addition of new personnel, 
changes in organism or termination of projects are submitted in a timely manner; 

4. Maintain a current inventory of biohazardous materials including the source; 
5. Provide competent supervision and ensure that all persons working under his/her 

control have received appropriate training in working with biohazardous materials;   
6. Inspect the work area routinely for hazardous conditions; 
7. Take appropriate action to remedy unsafe acts and conditions; 
8. Ensure the safety of any service personnel (e.g., Facilities Management), 

contractors or visitors and advise them of any potential hazards in the work area; 
9. Ensure all visitors are supervised; 
10. Ensure that all containment facilities are functioning and personal protective 

equipment is available; 
11. Develop and continually review site-specific emergency response plans for the work 

areas and ensure that appropriate spill response supplies are available; 
12. Ensure that the work area is secured against unauthorized access at all times and 

that all biosecurity measures are followed. 
 
 
Responsibilities of the Laboratory Personnel are to:  
 

1. Follow the policies and safe work practices outlined in the StFX Biosafety Manual or 
by their supervisor; 

2. Participate in all training courses as directed by their supervisor ; 

3. Use the appropriate personal protective equipment when working with biohazardous 
material;  

4. Ensure full understanding of the risks associated with the biohazards used in the 
laboratory and seek information when unsure about any potential biohazard;  

5. Report all incidents, laboratory acquired infections, and unsafe conditions to the 
Principal Investigator immediately.  
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Chapter 2   Biological Material, Risk Groups and Containment Levels  

2.1   Classification of Biological Material  
 

 Biohazardous materials are biological materials (microorganisms [bacteria, fungi, 
protozoa], parasites, animal cells, tissues and body fluids, particles [viruses], toxins, 
infectious molecules [prions, viroids]) that constitute a threat or hazard to the health and 
safety of humans, animals, plants or the environment.  The threat can be direct through 
infection or indirect through damage to the environment.  Biohazardous agents can be 
classified into the following groups:  
 
- Microorganisms  

- Parasites  

- Toxins  

- Prions   

- Recombinant DNA  

- Animals, animal cells, tissues and body fluids 

- Viral vectors  

 
Microorganisms - This group includes bacteria, viruses, fungi, and protozoa.  
 
Parasites - This group refers to multi-cellular organisms, including helminthes, that live on 
or within another organism and feed on its body tissues.   
 
Toxins – Although toxins are poisonous substances produced by bacteria, animals, or 
plants, the Canadian Biosafety Standards and Guidelines consider only toxins of bacterial 
origin.  Toxins vary greatly in their severity, ranging from mildly poisonous to lethal and may 
be effective at very low concentrations.  
 
Prions – Infectious proteins responsible for progressive neurodegenerative diseases in 
humans and animals.  Prions are resistant to destruction by chemical and physical 
procedures that normally inactivate viruses, including autoclave sterilization.   
 

Recombinant DNA – Novel nucleic acid molecules created by joining natural or synthetic 
DNA segments (constructed outside living cells; in vitro).  Recombinant DNA may be 
created by moving a gene from one organism into a different organism, generally of a 
different species. A gene in its native genome may not pose a risk, however, when the 
gene is transferred to a foreign genome or when the gene is modified in some way that 
affects its expression or function the risk level may change.  
The Canadian Biosafety Standards and Guidelines indicate that in evaluating the level of 
risk for genomic manipulations, the following should be considered:  
- Gene(s) being transferred  

- Modification to genes already present in the organism  

- Gene expression in the recombinant organism  

- Biological containment offered by the host organism  

- Interactions between the gene(s) transferred and the host vector systems  

- The viability of the host vector systems  
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Additional information may be found in the  NIH Guidelines for Research Involving 
Recombinant or Synthetic Nucleic Acid Molecules, 2013 
[http://oba.od.nih.gov/rdna/nih_guidelines_oba.html]. 
 
Animals, animal cells, tissues  and body fluids - Animals found in the field may pose a 
number of risks. Exposure to animal dander can result in allergies or other adverse 
reactions. Animals can also harbor agents that cause disease zoonoses. By definition, all 
work involving animals is considered to be a biohazard risk since animals can harbour 
infectious organisms that can be transmitted to humans.  
 
 Animal cells, tissues, blood, and body fluids also have the potential to harbor and 
transmit infectious agents. It is prudent to consider all cell lines to be potentially infectious. 
Cell lines known or suspected to contain infectious agents, or primary cultures derived from 
animals or humans known or suspected to be infected, should be assigned to the risk 
group for the suspected agent.   
 
Viral Vectors – Vehicles used to deliver genetic material into host cells for subsequent 
gene expression. Viral vectors are based on viruses present in the human population 
including adenoviruses, herpesviruses and retroviruses that have been genetically modified 
to reduce their virulence (they are usually replication-deficient) but enhance their gene 
delivery. 
Biosafety concerns associated with viral vectors include:  

1. Tropism (host range) – most viral vectors can infect human cells.  

2. Replication-deficient viral vectors may regain deleted genes required for replication 
through recombination.  

3. Genes may be expressed in tissues and/or organisms where they are not normally 
expressed.  

 

2.2  Risk Factors  
 

 Many of the biological agents used in research laboratories are pathogenic to 
humans, animals, or plants. Their use poses risk, which varies with each agent and how it 
is used.  The Canadian Biosafety Standards and Guidelines classifies microorganisms into 
four risk groups based on the criteria;   
 

 the severity of the disease produced,  

 the likelihood of transmission, and  

 the availability of preventative measures (i.e., vaccines) or treatment.  
 
These classifications are based upon the World Health Organization (WHO) criteria which 
in turn are based on the relative hazards of these infective agents. The risk group assigned 
must consider the context of laboratory work.  The Public Health Agency of Canada has 
conducted a risk assessment for many microorganisms and this information is summarized 
in Pathogen Safety Data Sheets  (available at [http://www.phac-aspc.gc.ca/lab-
bio/res/psds-ftss/index-eng.php] .  In addition to this information, other factors which must 
be considered when assigning a risk group include:  
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1. Pathogenicity/Virulence – Is the pathogen able to infect and cause disease in 
humans or animals (i.e., pathogenicity)? What is the degree of disease severity in 
individuals (i.e., virulence)?  

2. Mode of Transmission – How does the pathogen travel to the host (i.e., direct 
contact, indirect contact, casual contact, aerosolized droplet or airborne 
transmission, vectors, zoonosis, intermediate host)?  

3. Route of Infection – How does the pathogen gain entry into the host (i.e., ingestion, 
inhalation, mucous membranes, subcutaneous, wound entry)? 

4. Survival in the Environment – How stable is the pathogen outside the host? 
5. Infectious Dose – What amount of pathogen is required to cause an infection in the 

host (measured in number of organisms)?  
6. Host Range – What are the primary, intermediate, and dead-end hosts? Does the 

pathogen cause infection in a wide range of species, or is the host range more 
restricted?  

7. Natural Distribution – Is the pathogen present in Canada? 
8. Impact of introduction and or Release into the Environment – What would be 

the economic, clinical and biosecurity impact if the pathogen were introduced into 
the population or released into the environment. 

 
A Pathogen Risk Assessment Protocol may be found in Appendix 4 and can be used to 
assist in assigning a risk group for biohazardous materials. 
 

2.3  Risk Group Categories  
 
Risk Group 1 Agents  
Risk Group 1 (RG1) agents include microorganisms, nucleic acids, or proteins which are 
not capable or unlikely to cause disease in healthy humans or animals. RG1 agents also 
pose a low risk to public health, livestock, or poultry. Many biohazardous materials at StFX 
fall into this risk group and include many strains of Escherichia coli used as cloning or 
expression vectors in molecular biology.  
 
Risk Group 2 Agents  
Risk Group 2 (RG2) agents are pathogens that pose a moderate risk to the health of 
individuals or animals, and a low risk to public health, livestock, poultry or plants. 
Pathogens that fall into this category are those that can cause human, animal and plant 
disease, but under normal circumstances are unlikely to do so.  Laboratory exposures 
rarely cause infection leading to serious disease. Included in RG2 are:  
- Bacteria such as Salmonella enterica; Escherichia coli 0157:H7  

- Viruses such as Hepatitis A, B, C; influenza; measles; mumps; chickenpox  
- Cell lines exposed to or transformed by oncogenic viruses, samples of human tissues and 
fluids, Mycoplasma-containing cell lines, and cell lines new to the laboratory.  All other 
animal cell tissue culture work can be considered to be RG1. 
- All human blood, body fluids or tissues should be considered as RG2 or higher as they 
could contain pathogens such as influenza, HIV, hepatitis.  
- Viral vectors should be considered as RG2.  
- Prions, when handling neurological tissue from infected or potentially infected humans or 
animals always handle as RG2 or higher.  Similarly, handle formalin fixed tissues and 
paraffin-embedded blocks as infectious materials at RG2. 
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Risk Group 3 Agents  
Risk Group 3 agents pose a high risk to the health of individuals and animals, but low risk 
to public health. Pathogens that fall under this category are those that are likely to cause 
serious disease in humans and animals. Treatment options and preventive measures are 
usually available and thus the risk of transmission is low. Depending on the pathogen, the 
risk of spread to livestock or poultry can range from low to high. Included in RG3 are:  
- Bacteria, i.e., Bacillus anthracis, Mycobacterium tuberculosis  

- Viruses, i.e., HIV, Yellow fever virus  

- Unconventional agents such as Creutzfeldt-Jakob prion  
 
Risk Group 4 Agents  
Risk group 4 agents pose a high risk to the health of individuals, animals, and public health. 
Pathogens that fall into this category are likely to cause serious disease which can often 
lead to death. Effective treatment and preventive measures are not usually available for 
these pathogens and as a result they are readily transmitted from one individual to another. 
Depending on the pathogen, the risk of spread of disease to livestock or poultry can range 
from low to high. Included in RG4 are:  
- hemorrhagic viruses, Lassa and Ebola  

2.4  Containment Levels 
 

 Containment level refers to the minimum physical containment and operational 
practices required for handling infectious material or toxins safely.  Generally, the 
containment level (CL) and risk group of the pathogen are the same ( i.e., RG2 pathogens 
are handled at CL2).  However containment level may change if the pathogen has been 
modified or if the original conditions of use have changed.  The source of the material, the 
volume and concentration of the infectious agent, the extent of culturing and incubation, 
and the types of manipulations to be conducted, should all be considered when determining 
the containment level required. 

Containment Level Categories 

Containment Level 1 
 CL1 is a basic laboratory that provides the foundation for biocontainment.  Biosafety 
is achieved through good microbiological laboratory practices and physical design. 

Containment Level 2 
 CL2 builds upon criteria established for CL1 laboratories.  Biosafety and biosecurity 
are achieved through operational practices and physical containment requirements. 

Containment Level 3 
 CL3 requires stringent facility design, engineering controls (i.e., inward directional 
airflow) as well as specialized biosafety equipment to minimize the release of infectious 
agents.  Biosafety and Biosecurity are achieved through comprehensive operational 
practices. 

Containment Level 4 
 CL4 is the highest level of containment available and requires a complex facility 
design with a maximum of engineering controls and the maximum level of operational 
practices.  

There are no CL3 or CL4 facilities at StFX. 
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Table 2-1. Factors considered when assigning Risk Group to a particular biohazardous material.  

RG 1 RG 2 RG 3 RG 4 
 
Pathogenicity 
/Virulence  

 
- Unlikely 
to cause 
disease  
 

 
- Any pathogen that 
can cause disease 
but under normal 
circumstances is 
unlikely to be a 
serious hazard to 
workers, the 
community, 
livestock or the 
environment  
 

 
- Any pathogen that 
usually causes serious 
human disease or can 
result in serious 
economic 
consequences but does 
not ordinarily spread by 
casual contact from one 
individual to another  
 

 
- Any pathogen that 
usually produces very 
serious human disease, 
often untreatable , and 
may be readily transmitted 
from one individual to 
another, or from animal to 
human or vice-versa, 
directly or indirectly, or by 
casual contact  
 

 
Infectious Dose  

 
- N/A  
 

 
- 1000 – 5000 
organisms or 
greater  
 

 
- 10 – 1000 organisms  
 

 
- 1 -10 organisms  
 

 
Mode of 
Transmission/ 
Route of 
Infection  

 
- N/A  
 

 
- Ingestion, 
inoculation and 
mucous membrane 
route  
 

 
- Ingestion, inoculation 
and mucous membrane 
route. May be 
transmitted through 
airborne route, direct 
contact, vectors  
 

 
- Readily transmitted, 
potential for aerosol 
transmission  
 

 
Communicability  

 
- N/A  
 

 
- Limited 
geographical risk of 
spread if released 
from the lab, direct 
animal-to-animal or 
human-to-human 
transmission is 
relatively limited, 
limited transmission 
between different 
animal species  
 

 
- Moderate 
geographical risk of 
spread if released from 
the lab, direct animal-
to-animal or human-to-
human transmission 
relatively easy, 
transmission between 
animal species may 
readily occur  
 

 
- Widespread geographical 
risk of spread if released 
from the lab, direct animal-
to-animal or human-to-
human transmission 
occurs very easily, 
transmission between 
different animal species 
may occur very readily 
directly or indirectly or by 
casual contact  
 

 
Environmental 
Stability  

 
- N/A  
 

 
- Short term 
survival, can 
survive under ideal 
conditions  
 
 

 
- Resistant (days to 
months)  
 

 
- Highly resistant (months 
to years)  
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Chapter 3   Laboratory Biosafety  

 
 To prevent exposure when working with biohazardous materials it is critical that safe 
laboratory practice be followed.  Anyone planning to work with biohazardous materials must 
be trained prior to initiating the work. Principal Investigator’s are responsible for ensuring 
that all personnel in their laboratories are adequately trained.  
 

3.1  Biosafety Training  
  
 Biosafety describes the containment principles, technologies and practices that are 
implemented to prevent unintentional exposure to infectious material or toxins or their 
accidental release.  Prior to working with biohazardous materials, all new personnel must 
read the StFX University Biosafety Manual.  The Public Health Agency of Canada’s website 
offers a variety of instructional videos that can be found at: [https://training-formation.phac-
aspc.gc.ca/course/index.php?categoryid=7], Additional information is available from the 
Canadian Biosafety Standard, 2nd edition, 2015 [https://www.canada.ca/en/public-
health/services/canadian-biosafety-standards-guidelines/second edition.html] and the 
Canadian Biosafety Handbook, 2nd edition, 2016,  [https://www.canada.ca/en/public-
health/services/canadian-biosafety-standards-guidelines/handbook-second-edition.html].  It 
is the Principal Investigator’s responsibility to provide for all personnel, training on the 
potential hazards associated with the work involved and the necessary precautions to 
prevent exposure to infectious agents and release of contained material.   Personnel must 
show evidence that they understood the training provided.  Training may include: 
 

 Information on the nature of the infectious material used  

 Safe work practices and physical control measures, including handling and disposal 
of infectious material 

 Instruction pertaining to safety information (i.e., pathogen safety data sheets) 

 Safe operation of specialized equipment 
 
All new personnel are required to complete the StFX BSF-1 Training Form (available at the 
Research Services Group/Certifications/Biosafety website:  
[http://sites.stfx.ca/research/policies_and_certification/biosafety] to provide a record of this 
training.  Completed forms are to be forwarded to the Biosafety Officer as part of the 
Biosafety Certificate application or to be included in existing applications as an appendix. 
 

3.2  Access/Biosecurity Controls  
  
 All laboratories, rooms, and storage locations, housing biohazardous materials, 
requiring CL2, must display the international biohazard warning symbol (Figure 3-1) as 
mandated by the Canadian Biosafety Standards and Guidelines. Signage must also include 
the Containment Level of the laboratory.  
 

 

https://www.canada.ca/en/public-health/services/canadian-biosafety-standards-guidelines/second%20edition.html
https://www.canada.ca/en/public-health/services/canadian-biosafety-standards-guidelines/second%20edition.html
https://www.canada.ca/en/public-health/services/canadian-biosafety-standards-guidelines/handbook-second-edition.html
https://www.canada.ca/en/public-health/services/canadian-biosafety-standards-guidelines/handbook-second-edition.html
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Figure 3-1. Universal biohazard symbol.  
 
 Biosecurity refers to the security measures designed to prevent the loss, theft, 
misuse, diversion or intentional release of infectious material or toxins.  To minimize 
opportunities for the unauthorized entry of individuals into containment zones and the 
unauthorized removal of infectious materials from the facility, laboratory doors should be 
locked when the laboratory is unoccupied.  Only authorized persons are permitted to enter 
laboratory working areas. Unauthorized persons may enter only if accompanied by an 
authorized individual.  Children under the age of 14 years are not permitted to enter 
laboratory working areas. 
 

3.3  Use of Personal Protective Equipment (PPE)  
 
 PPE is protective equipment and clothing that is designed to minimize the risk of 
exposure to various hazards.  It includes hand and foot protection, eye and ear protection, 
respiratory protection and full body protection.  PPE must be available, maintained and 
used appropriately. 
 
 Laboratory coats, enclosed footwear, and gloves prevent biohazardous materials 
from contact with the skin, including any areas where there might be open wounds.  A 
properly fastened laboratory coat also protects street clothing from becoming 
contaminated and helps prevents possible cross contamination from microbiota present on 
the skin. It is important that laboratory coats remain in the laboratory to prevent spread of 
contamination to non-laboratory areas.  
 
Enclosed footwear with no or low heels protect feet from spills as well as injuries from 
dropped sharps.  
Gloves protect the hands from contamination and reduce the risks associated with 
ingestion (i.e., hand-to-mouth), transfer or absorption through the skin.  Open cuts or 
wounds must be covered before applying gloves.  
In addition to the minimal protective equipment described above, other protective 
equipment may be needed when working with infectious agents.  
Safety glasses or face shields offer protection from splashes of biohazardous materials, 
impacting objects and ultraviolet light.  
 
Chapter 9 of the Canadian Biosafety Standards and Guidelines details the use of personal 
protective equipment in Containment Level 2 laboratories.  
 

3.4  Safe Work Procedures  
 
In accordance with the Canadian Biosafety Standards and Guidelines the following general 
practices are required for all laboratories handling biohazardous materials.   

1. Eating, drinking, smoking, storing of either food, personal belongings, or utensils, 
applying cosmetics, and inserting or removing contact lenses are not permitted in 
any laboratory; the wearing of contact lenses is permitted only when other forms of 
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corrective eyewear are not suitable; wearing jewelry is not recommended in the 
laboratory; wearing of ear buds or headphones is prohibited.   

2. Oral pipetting of any substance is prohibited in any laboratory. 
3. Long hair is to be tied back or restrained so that it cannot come into contact with 

hands, specimens, containers, flames or equipment. 
4. Access to laboratory and support areas is limited to authorized personnel. 
5. Doors to laboratories must be locked when the room is unoccupied (this does not 

apply to an open area within a laboratory). 
6. Open wounds, cuts, scratches and grazes should be covered with waterproof 

dressings. 
7. Laboratories are to be kept clean and tidy. Storage of materials that are not pertinent 

to the work and cannot be easily decontaminated (e.g., journals, books, 
correspondence) should be minimized; paperwork and report writing should be kept 
separate from such biohazardous materials work areas. 

8. Protective laboratory clothing, properly fastened, must be worn by all personnel, 
including visitors, trainees and others entering or working in the laboratory; suitable 
footwear with closed toes and heels must be worn in all laboratory areas. 

9. Where there is a known or potential risk of exposure to splashes or flying objects, 
whether during routine operations or under unusual circumstances (i.e., accidents), 
eye and face protection must be used.  

10. Gloves (i.e., latex, vinyl, co-polymer) must be worn for all procedures that might 
involve direct skin contact with biohazardous material; gloves are to be removed 
when leaving the laboratory and decontaminated with other laboratory wastes before 
disposal.  

11. Protective laboratory clothing must not be worn in non-laboratory areas; to minimize 
contamination, laboratory clothing must not be stored in contact with street clothing. 

12. If a known or suspected exposure occurs, contaminated clothing must be 
decontaminated before laundering.  

13. The use of needles, syringes and other sharp objects should be strictly limited; 
caution should be used when handling needles and syringes to avoid auto-
inoculation (needle stick injury) and the generation of aerosols during use and 
disposal; where appropriate, procedures should be performed in a Biosafety Cabinet 
(BSC); needles should not be bent, sheared, recapped or removed from the syringe; 
they should be promptly placed in a puncture-resistant sharps container (in 
accordance with Canadian Standards Association [CSA] standard Z316.6-
95(R2000)) before disposal. 

14. Hands must be washed after gloves have been removed, before leaving the 
laboratory and at any time after handling materials known or suspected to be 
contaminated. 

15. Work surfaces must be cleaned and decontaminated with a suitable disinfectant 
after use and after any spill of potentially biohazardous material; work surfaces that 
have become permeable (i.e., cracked, chipped, loose) to biohazardous material 
must be replaced or repaired. 

16. Contaminated materials and equipment leaving the laboratory for servicing or 
disposal must be appropriately disinfected.  

17. Efficacy monitoring of autoclaves used for decontamination with biological indicators 
must be done regularly  (depending on the frequency of use of the autoclave), and 
the records of these results and cycle logs (i.e., time, temperature and pressure) 
must also be kept on file. 
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18. All contaminated materials, solid or liquid, must be decontaminated before disposal 
or reuse; the material must be contained in such a way as to prevent the release of 
the contaminated contents during removal; centralized autoclaving facilities are to 
follow the applicable Containment Level 2 requirements. 

19. Disinfectants effective against the agents in use must be available at all times within 
the areas where the biohazardous materials are handled or stored. 

20. Leak-proof containers are to be used for the transport of infectious materials within 
facilities (i.e., between laboratories in the same facility). 

21. Spills, accidents or exposures to infectious materials and losses of containment 
must be reported immediately to the laboratory supervisor; a StFX Biosafety 
Injury/Hazardous Incident Report form (Appendix 3) must be completed; this 
written record of the incident must be maintained, and the results of incident 
investigations should be used for continuing education. 

Reprinted from:  Public Health Agency, Laboratory Biosafety Guidelines, 2004 
 

3.5  Containment Level 2 
 

 In addition to these general practices required for all laboratories handling infectious 
substances, the following describe the minimum operational practices required for 
Containment Level 2. 

1. Good microbiological laboratory practices intended to avoid the release of infectious 
agents are to be employed. 

2. BSCs must be used for procedures that may produce infectious aerosols and that 
involve high concentrations or large volumes of biohazardous material.  

3. Appropriate signage indicating the nature of the hazard being used (i.e., biohazard 
sign, containment level) must be posted outside each laboratory; if infectious agents 
used in the laboratory require special provisions for entry, the relevant information 
must be included on the sign; the contact information of the laboratory supervisor or 
other responsible person(s) must also be listed. 

4. Entry must be limited to approved laboratory staff, maintenance staff and others on 
official business to avoid unnecessary exposure to ancillary personnel and to 
maintain the security of biological agents. 

5. All people working in the containment area must be trained in and follow the 
operational protocols for the project in process. Trainees must be accompanied by a 
trained staff member. Visitors, maintenance staff, janitorial staff and others, as 
deemed appropriate, must also be provided with training or supervision 
commensurate with their anticipated activities in the containment area. 

6. All laboratory personnel must become familiar with the biohazards that are likely to 
be encountered in their particular laboratories prior to the start of any work with 
biohazardous agents.  

7. A biosafety manual including standard operating protocols (SOPs) specific to the 
work being conducted and to the individual laboratory must be available for all 
personnel.  

8. Emergency procedures for spill clean-up, medical, power failure, fire, and other 
emergencies must be developed, included in the biosafety manual and followed.   A 
record must be made of other people entering the facility during an emergency. 
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Modified from:  Public Health Agency,  Laboratory Biosafety Guidelines, 2004 
 
 
 
Chapter 4   Sterilization and Disinfection  

 
 All contaminated materials must be decontaminated prior to disposal, washing and 
re-use.  Proper disinfection is essential to reduce the risk of transmission within 
containment zones, the environment and the community.  Biohazardous materials vary in 
their susceptibility to physical and chemical treatments. 
 
Sterilization – a process that completely eliminates (by removal or destruction) all living 
cells and spores and inactivates viruses. 
 
Disinfection – a process which reduces the number of microorganisms on surfaces and 
equipment rendering them safe to handle but which does not necessarily sterilize. 
 
 
 Most bacteria, fungi, parasites and enveloped viruses are relatively susceptible to 
chemical and physical sterilization.  Non-enveloped viruses and bacteria with waxy cell 
envelopes occupy mid-range of resistance. Spores of spore-forming bacteria and prions 
are the most resistant to disinfection.  
 
The following methods may be used to achieve sterilization or disinfection:  
- Steam sterilization (autoclaves)  

- Dry heat  

- Gas sterilization  

- Irradiation - Ultraviolet lamps  

- Chemical disinfectants  
 
Though there are UV lamps associated with various equipment, StFX is equipped to 
perform steam sterilization and to use chemical disinfectants only. 
 

4.1  Steam sterilization - Autoclaves 
 
 Infectious material can be effectively sterilized using an autoclave.  Autoclaves 
function like pressures cookers, using steam under pressure.  High pressure allows the 
temperature at which water boils to increase above 100°C.  Typically, pressure is raised to 
15 psi, allowing the temperature to increase to 121°C without water boiling.  This 
temperature is sufficient to kill all living cells and spores as well as to inactivate viruses 
provided that materials achieve this temperature for a specific period of time.  The 
effectiveness of decontamination by steam sterilization is a dependent upon the length of 
time materials are exposed to this temperature.  As such, larger volumes of liquid and 
dense materials require longer sterilization times.  Materials must also be distributed within 
the autoclave to allow free circulation and penetration of steam – this allows all contents to 
reach the desired temperature. Proper operation, loading and monitoring of autoclaves is 
critical to ensure the decontamination is achieved. JBBH is equipped with 2 autoclaves  
(room 319).    
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There are two basic autoclave cycles:  
 
Gravity or “fast exhaust” cycles are used to sterilize dry goods, glassware, etc. This cycle 
charges the chamber with steam and holds it at a set temperature (121°C) for a set period 
of time (usually 30 minutes).  This is followed by a 15 minute dry time (to reduce 
condensation).  At the end of the cycle the exhaust valve opens and the chamber rapidly 
returns to atmospheric pressure.  
Liquid or “slow exhaust” cycles are used to sterilize water based materials such as 
culture media, buffers, etc.  The chamber is filled with steam to achieve pressure and 
temperature for set periods of time (normally 18, 20 or 30 minutes);  the time is measured 
after pressure and temperature have been reached.  At the end of the sterilization cycle, 
steam is exhausted slowly allowing the super-heated liquids to cool without boiling over.  
Note:  water based materials cannot be autoclaved on a gravity cycle. 
 
 Autoclaving is an ideal technique for sterilizing biohazard waste, glassware, 
microbiological media, and liquids but is not good for equipment or materials sensitive to 
heat and moisture. Autoclaving should not be used to sterilize radioactive materials or 
volatile or toxic chemicals. 
 
Autoclave Operation 
 

1. All autoclave users must be trained by L. Graham prior to operation of the JBBH 
autoclaves.  Autoclaves are not to be used after hours or on weekends.  Only 
trained, approved users may operate the autoclaves. 

2. Autoclaves are turned off at the end of each day and must be started for use.  Start-
up procedures require that the steam generator be flushed upon start-up.  Start-up 
requires about 10 minutes and then another 30 minutes must pass to allow sufficient 
steam pressure to be generated. 

3. Autoclave log books must be filled out for each autoclave cycle.  There are 
separate log books for each machine.  Individuals turning on autoclaves must 
indicate that the generator was flushed, the strainer was cleaned and whether the 
chamber was cleaned.    

4. All materials to be autoclaved must be placed in the autoclave trays providing 
sufficient space for steam circulation around individual items.   

5. When loading the autoclave, ensure that approved autoclave bags only are used.  
Bags must have a steam vent.  Caps on containers of liquids must be loosened to 
allow pressure release and containers must provide at least 50% head space.  
Confirm that all materials are compatible with autoclaving prior to treatment. 

6. After the cycle is completed ensure that chamber pressure has been reduced to < 
0.4 atm before opening chamber door (the screen indicates that the chamber may 
be opened). 

7. When opening the autoclave door, stand to one side of the chamber so your body is 
shielded from the contents of the unit and released steam.  

8. Use heat resistant autoclave gloves to remove trays from the chamber.  Trays may 
be left on the counter to cool provided appropriate signage indicates heat hazard.  
Materials are not to be left on the counter or in trays for more than 1 – 2 hours. 

9. Autoclave trays are to be rinsed and stored to properly dry after each use. 
10. Autoclave trays and gloves are NOT to be removed from JBBH 319. 

 



19 

 

All autoclaves must be monitored for efficacy and records of this monitoring maintained. 
 
 

4.2  Irradiation - Ultraviolet lamps 
 
 Ultraviolet (UV) light falls within the electromagnetic spectrum between 190 - 400 
nanometres (nm).  UV radiation is divided into several regions:  UV-A (315-400 nm); UV-B 
(280-315 nm); and UV-C (200-280 nm).  Germicidal lamps used in laboratory settings emit 
UV-C radiation.   
 
 Intense or prolonged exposure to UV light can result in painful eye injury 
(photokeratitis, retinal burns), skin burns, premature aging of the skin, and skin cancer.  
Shielding and PPE must be employed. Regular glass does not afford complete protection 
from the harmful effects of UV light.  
 
UV Light Protective Measures  

1. Wear PPE, which would include gloves, laboratory coat, goggles, and UV-protective 
face shields.  

2. Post a UV light symbol where UV light sources are operating at a wavelength 
capable of germicidal irradiation are present.  

3. Limit exposure times.  
 
 
Table 4-1.  Common laboratory ultraviolet light generating devices*.  
 

Device Use/Function PPE Maintenance 
Transilluminator Visualizing nucleic acids 

following gel 
electrophoresis and 
ethidium bromide 
staining 

Gloves, lab coat, UV 
light face shield 

As per manufacturer’s 
instructions 

Hand-held UV units Visualizing nucleic acids 
following gel 
electrophoresis and 
ethidium bromide 
staining 

Gloves, lab coat, UV 
light face shield 

As per manufacturer’s 
instructions 

Germicidal lamps in 
Biosafety Cabinets** 

In conjunction with 
chemical disinfection, 
disinfection of the 
interior surfaces of the 
biosafety cabinet prior 
to and after use 

Gloves, lab coat, UV 
light face shield 

Clean UV light bulb on a 
monthly basis and 
replace when necessary 
as per manufacturer’s 
instructions 

*  Modified from Dalhousie University Biosafety Manual, 2015. 
**The use of germicidal lamps to disinfect BSCs is discouraged  
 

Symptoms of UV Light Overexposure  
- Skin: Sunburn-like symptoms.  

- Eyes: Burning painful sensation, sensitivity to light, sensation of a foreign object (sand) in 
the eye, and tearing.  
These symptoms usually develop several hours after overexposure to UV light has 
occurred. Medical attention should be sought immediately, especially if the eyes are 
involved. 
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 UV irradiation should never be used as the sole means of decontamination in 
containment zones.  As UV light lacks penetrating power, it is only effective in reducing 
airborne and surface contamination.  If UV lamps are being used, they must be properly 
cleaned and periodically verified for function (i.e., emitting appropriate intensity and 
wavelength of light). 
 

4.3  Chemical Disinfectants 
 
 Chemical disinfectants are generally used for the decontamination of surfaces and 
equipment which can be damaged by the high temperatures and moisture associated with 
autoclaving. Personnel need to be aware of the efficacy of various chemical agents against 
biohazardous materials and realize that the ability of these products to kill infectious agents 
also renders them potentially harmful to humans and the environment. Chemical 
disinfectants may be irritating to the skin and respiratory tract while others are toxic.  Care 
must be taken to avoid skin exposure, inhalation or ingestion.  Appropriate PPE when using 
these agents would include laboratory coats, gloves, and eye or face shields if there is any 
likelihood of splashes. 
 
 Chemical disinfectant effectiveness depends on the active ingredient(s), the 
biological material to which it is being applied, and the conditions under which the agent is 
used.  Typical active ingredients fall into the following categories:  
 
- Acids/alkalis  

- Alcohols  

- Oxidizing agents (e.g., bleach, iodine)  

- Aldehydes  

- Metals  

- Phenolics  

- Quaternary salts  
 
 Resistance to chemical disinfectants can be substantially altered by the following 
factors:  
 
- Contact time  

- Concentration of chemical agent 

- Presence of organic matter or soil 

- Temperature  

- Humidity  

- Condition and nature of the surfaces  
- Types and numbers of microorganisms  

 
 Not all biological material is equally susceptible to all types of chemical agents.  It is 
essential that the effectiveness of a disinfectant be verified.  This is most easily 
accomplished by exposing an inoculum to the disinfectant for a specific period of time and 
then assessing the viability of the inoculum.  Pathogen Safety Data Sheet (PSDS) provide 
information pertaining to the effectiveness of chemical disinfectants against individual 
microbial agents.   
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Table  4-2.  Chemical disinfectants. 

Chemical 
Disinfectant 

Common 
Form 

Mechanism 
of Action 

Application Limitations Antimicrobial 
Spectrum 

Chlorine -Chlorine gas  
-Sodium 

hypochlorite 
(bleach)  

-Chloramines  
 

-Protein 
oxidation  

-Membrane 
leakage  

 

-water treatment 
-skin antiseptic 
-equipment 
disinfectant 

- Inactivated 
by organic 
matter  
- Objectionable 
odour  

- bacteria, bacterial 
spores, enveloped 
virus, naked virus, 
fungi, fungal spores 

Alcohol  -ethyl alcohol or 
isopropyl 
alcohol, 70% in 
water 

 

-Denatures 
proteins  

-Dissolves lipids  
-Dehydrating 

agent  

- Instrument 
disinfectant  

- Skin antiseptic  
 

- Precleaning 
necessary  

- Skin irritation  
 

- Vegetative 
bacterial cells;  
enveloped viruses;  
fungi, protozoa  

Phenolics -Cresols  
-Trichlosan  
-Hexachloro-
phene  

-Hexylresorcinol  
-Chlorhexidine  

- Coagulates 
protein  

- Disrupts cell 
membranes  

 

- General 
preservatives  

- Skin antisepsis 
with detergent  

 

- Toxic to 
tissue  

- Disagreeable 
odour  

 

- Gram-positive 
bacteria  

- Some fungi  
 

Quaternary  
ammonium 
compounds 

-Cetylpyridinium 
-Benzalkonium 

-disrupt cell 
membranes 

- Disinfection of 
instruments 

-reduced 
activity in 
presence of 
organic matter 

-vegetative bacterial 
cells; enveloped 
virus; fungi 

Cationic 
detergents  

- Commercial 
detergents  
 

- Solublizes 
lipids in cell 
membranes  

 

- Industrial 
sanitization  

- Skin antiseptic  
- Disinfectant  

- Neutralized 
by soap  
 

- Broad variety of 
microorganisms  
 

Formaldehyde  - Formaldehyde 
gas  
- Formalin  
 

- Reacts with 
functional 
groups in 
proteins and 
nucleic acids  
 

- Embalming  
- Vaccine 
production  
-Gaseous 
sterilization  
 

- Poor 
penetration  
- Allergenic  
- Toxic to 
tissues  
- Neutralized 
by organic 
matter  

- Broad variety of 
bacteria, fungi, 
protozoa and 
viruses  
 

Glutaraldehyde  -Glutaraldehyde  
 

- Reacts with 
functional 
groups in 
proteins and 
nucleic acids  

-Sterilization of 
surgical supplies  
 

- Unstable  
- Toxic to skin  
 

- All 
microorganisms, 
including spores  
 

Hydrogen 
peroxide  

- Hydrogen 
peroxide  
 

- Creates 
aerobic 
environment  
- Oxidizes 
protein groups  
 

- Wound treatment  
- Room 
decontamination 
in vapour form  
 

- Limited use  
- requires 
specialized 
equipment to 
use vapour 
form  

- Anaerobic bacteria  
6% effective against 
vegetative bacterial 
cells; naked virus; 
enveloped virus; 
fungi 

Modified from Dalhousie University Biosafety Manual, 2015. 
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 If using a diluted bleach (sodium hypochlorite) solution as the chemical disinfectant, 
note the concentration of sodium hypochlorite on the supply bottle. Bleach is not supplied 
at the same concentration from all manufacturers, and you may unknowingly prepare a 
more dilute bleach solution than what is effective against the pathogen.  Bleach is typically 
supplied at 5 - 6% and should be diluted to 1% or 0.5% for routine use.  If no concentration 
is provided on the manufacturers label, assume a concentration of 4%.  All sodium 
hypochlorite solutions are, however, corrosive so sensitive surfaces should be thoroughly 
washed with water after disinfection. 

4.4   Disinfection of common laboratory equipment 
 

 Prior to repair, laboratory equipment must be disinfected.  The proper disinfection 
procedure will vary with the equipment.  Protocols are usually found within the operating 
manual under “user maintenance”. 

 Most equipment may be disinfected by spraying or wiping down all surfaces with 
diluted bleach, typically a 0.5% solution is used (1 part 5% bleach [sodium hyochlorite] to 9 
parts water).  This solution is mildly caustic so surfaces should be well washed with water 
after decontamination.  For corrosion sensitive surfaces do not use diluted bleach, but 
rather use 70% ethanol or a broad spectrum disinfectant. 

Automatic Pipets 
 Place the tip cones and tip ejectors in a 70% ethanol bath for at least one hour.  The 
handle can be wiped with ethanol.  Some automatic pipets are autoclavable. 

Re-usable Glass Pipets 
 Place re-usable glass pipettes (tips up) into a pipet wash bucket so that the pipets 
are completely covered with disinfectant.  Pipets may be stored here until autoclaved to  
sterilize, and then may be washed, dried and re-used. 
 

4.5  Decontamination of waste 
 

 All infectious waste must be segregated and disinfected prior to disposal or cleaning 
for re-use.  It is the responsibility of the laboratory personnel to ensure that proper 
procedures for waste handling are followed in order to prevent personnel exposure to or the 
unintentional release of infectious material.  

Microbiology Waste 

 Microbiology laboratory waste consists of cultures, stocks, microorganisms live or 
attenuated cultures, human and animal cell cultures, and any material that has come in 
contact with infectious material.   Laboratory waste can typically be separated into re-
usable and single use materials. 

Re-usable materials include glassware, autoclavable plastics and metals, laboratory 
coats. 

Single use materials include plastics (pipette tips, petri plates, tissue culture materials), 
gloves, paper towels, syringe barrels and needles. 
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Spent (used) or old prepared culture media including  agar-based medium in petri plates, 
tubes or flasks, and fluid medium in bottles, tubes or flasks, must be sterilized prior to 
disposal.    

One method for the segregation of contaminated wasted is:   

1. Single use materials with the exception of sharps (needles, contaminated broken 
glassware)  should be collected in autoclave bags.  This includes plastics, gloves, 
used or old agar plates, and paper towels used in disinfection.  Plastic pipette tips 
can be collected in containers at individual work stations and then placed in 
autoclave bags for disinfection and disposal with regular waste. 

2. All contaminated sharps must be segregated.  A puncture proof sharps container is 
to be used to collect used needles and razor blades.   

3. Contaminated broken glass, microscope slides, pasteur pipets and single use pipets 
are to be collected in a puncture proof, autoclavable container (i.e., a galvanized 
steel bucket), which can be placed into the autoclave for sterilization.  Following 
sterilization, this material may be discarded together with non-contaminated glass. 

4. Non-contaminated broken glass, may be disposed of in a plastic lined cardboard 
box. 

5. Contaminated re-usable glass pipettes are to be placed tips up into a pipet wash 
bucket so that pipets are completely covered with disinfectant.  These pipettes must 
be autoclaved, prior to washing, drying and re-using. 

6. Contaminated re-usable glass, metal or plastic materials are to be stored in a tray or 
other containment item, until disinfected, at which time items can be washed and re-
used. 

All biohazardous waste collection materials must be properly labelled as such. 
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Chapter 5   Biological Safety Cabinets (BSC) 

 A biological safety cabinet is a ventilated hood which uses a combination of High 
Efficiency Particulate Air (HEPA) filtration and  laminar air flow to provide protection to 
personnel and the environment when working with infectious materials or toxins.  These 
cabinets are used when infectious materials are being exposed in open containers, when 
there is a high risk of airborne infection, and when there is a high probability of generating 
contaminated aerosols.  A BSC may be distinguished from a chemical fume hood by the 
presence of HEPA filtration and the laminar nature of the air flow.  HEPA filters trap 99.97% 
of particles of 0.3 μm in diameter and 99.99% of particles of greater size. This enables the 
HEPA filter to effectively trap all known infectious microbes.  Personnel are protected 
through a continuous stream of inward (inflow) air which prevents aerosols from escaping 
through the front opening.  HEPA filtered air may be directed over the work surface  
providing protection to work surface materials from contamination.   Exhaust air is HEPA-
filtered  to ensure that only uncontaminated air is discharged from the cabinet. 
 
 There are three classes of BSCs each with varying in-flow air velocity, air flow 
pattern, and exhaust system.    
 
Class I BSC – provide protection to personnel and the environment from RG 1- 3, however 
they do not protect the product (i.e., culture).  These cabinets have unrecirculated airflow 
away from the operator that is discharged to the atmosphere after filtration through a HEPA 
filter. They provide good operator protection but do not protect the material within the 
cabinet (the product) from contamination.They are commonly used to house equipment i.e., 
fermenters, homogenizers, sonicators. 
 Air is drawn in through the front opening and  passes over the work surface before 
passing through a HEPA filter and exhausting out of the BSC either into the room or, if hard 
ducted, into the environment.  Thus, contaminated aerosols generated in the BSC are 
removed before the air is exhausted. 
 

 
Figure 5-1.  Class I BSC.  (Image from PHAC, Laboratory Biosafety Guidelines). 
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Class II BSC – provide protection to personnel and the environment from RG1-3 as well as 
protecting the product as they allow only HEPA filtered air to flow over the work surface.  
Class II BSC’s come in four types, A1, A2, B1, B2 and vary as a function of ( i) air intake 
velocity;  (ii)  the amount of air recirculated within the BSC, and, (iii) the type of exhaust 
system; Type B systems are hard ducted.  
Type A1 – Room air (inflow velocity 0.3 m/s) and a portion of the BSC’s recirculated air is 
drawn down through the front grille and HEPA filtered before blowing down onto the work 
surface.  About 30% of the air is exhausted and 70% is re-circulated.  Type A1 BSC’s may 
exhaust directly into the room and cannot be used with volatile chemicals or radioisotopes 
as the re-circulated air can lead to a build up of these materials within the BSC or within the 
room. 
 

 
 
Figure 5 -2.  Class II Type A1 BSC.  (Image from PHAC, Laboratory Biosafety Guidelines). 
 
Type A2 – A2 BSC have greater inflow velocity (0.51 m/s) than A1 BSC’s. 
 

 
Figure 5-3.  Class II, Type A-2 BSC. (Image from PHAC, Laboratory Biosafety Guidelines). 
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Type B1 – Room air (inflow velocity 0.51 m/s) and recirculated air are drawn into the front 

grille and pass through 2 HEPA filters before flowing down onto the work surface.  About 

50% of this air flows through the rear grille, through another HEPA filter and is exhausted, 

the remaining air (< 50%) mixes with room air and then passes through the two HEPA 

filters.  

 
Figure 5-4.  Class II Type B1 BSC. (Image from PHAC, Laboratory Biosafety Guidelines). 
 

Type B2 – Do not recirculate air within the cabinet. Room air is drawn into the top of the 

cabinet, though a HEPA filter and then downwards over the work surface.  The building 

ventilation system draws in air though the front and rear grilles, through a HEPA filter and is 

exhausted directly into the environment.  Type B2 cabinets maintain a minimum average 

face velocity of 0.5 m/s (100 ft/min) and are hard-ducted through a dedicated duct 

exhausted to the atmosphere, 100% of cabinet air, after passage through a HEPA filter is 

exhausted.  As air never recirculates, these cabinets are suitable for work with volatile toxic 

chemicals and radioisotopes. 

 
Class III – Class III cabinets are totally enclosed and gas-tight with HEPA filtered supply 
and exhaust air. Work is performed with attached long-sleeved gloves. The cabinet is kept 
under negative pressure of at least 120 Pa (0.5 in. w.g.), and airflow is maintained by a 
dedicated exterior exhaust system. Class III cabinets protect the worker and the product. 
They are designed for work with Risk Group 4 pathogens and provide an alternative to the 
positive-pressure suits made for maximum containment laboratories. 
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Figure 5-5.  Class III BSC.  (Image from PHAC, Laboratory Biosafety Guidelines). 
 
 All BSC’s must be located away from high traffic areas to prevent disruptions in 
airflow pattern.  All BSC’s require regular (annual or biannual) testing and certification by 
accredited individuals to ensure integrity of the HEPA filters, inflow air velocity and proper 
air flow patterns within the BSC. 
 
Proper use of a BSC 

1. The use of UV light to decontaminate the BSC is not encouraged. If the UV light is in 
use, turn it off before commencing work in the BSC.  

2. Turn on the BSC light and fan.  Check gauge to ensure proper air flow velocity.  
Allow the blower to run 15 minutes before using. 

3. Don PPE, gloves, lab coat. 
4. Disinfect the interior surfaces with 70% ethanol. 
5. Load required materials into the BSC, taking care to not block either the front or rear 

grilles. 
6. Allow time for air flow to stabilize. 
7. Perform operations in the back half of the work area, ensuring that arms do not rest 

on the grille or work surface. 
8. Clean up spills as they occur 
9. Segregate non-contaminated, clean items from contaminated items.  Place 

contaminated items towards the rear of the BSC work surface. 
10. Upon completion of work, allow time for air in the BSC to pass through the filter. 
11. Remove materials and disinfect the interior surfaces of the BSC with 70% ethanol. 
12. Leave the fan blower on in the cabinet for five minute after you have finished your 

procedure to allow the system to purge.  
13. Turn off fan and lights. 

 
 

  



29 

 

Chapter 6   Inventory and Record Keeping 

 To adequately account for, protect and safeguard infectious materials and toxins 
from loss, theft, misuse or release, an up to date inventory must be maintained.  This 
allows items to be quickly located and discrepancies (i.e., missing items) identified.    

 Individual PI’s must maintain an inventory of all of the infectious material and toxins 
that are handled and stored both within and outside the containment zone.  The inventory is 
to include: 

- a description of the material i.e., organism type, name (genus, species, strain) 

- risk group 

- quantity (number of aliquots, volume, concentration) and form, i.e., lyophil, frozen culture 

- location (building, room, cryotank, -80°C freezer, refrigerator).  Often materials are stored 
in 2 mL cryovials in cryoboxes.  A road map indicating position of individual items within this 
storage system must be used and up dated as required. 

- source of material including associated documentation (this could include CFIA/PHAC 
import permits or ATCC documentation).  For genetically manipulated materials, details of 
generation should be available. 

 Inventories must be readily available and easily searchable.  Inventory control 
systems may use record books or database systems.  All infectious materials and toxins 
should be stored within a facility accessible by authorized personnel only.  Infectious 
material should be stored in the containment zone where they are handled or in a zone at 
the same containment level.   
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Chapter 7   Emergency Response Protocols 

7.1.  Biohazardous spill response. 
 

 All biohazardous spills must be handled by trained personnel.   

 All laboratory staff working in a biocontainment zone must be trained in the spill 
clean-up procedure and know the location of the spill kit. 

 Biohazardous spills should never be cleaned up by Facilities Management staff nor 
should FM equipment (i.e., mops and buckets) be used in spill clean-up. 

 
Recommended Biohazard Spill Kit Contents 

 A labelled 5-gallon pail with lid – spill kit materials may be stored in the pail and the 
pail acts as a waste container in the event of a spill. 

 Spill Clean-up Procedures – instruction list 
 Paper towels or old cloth towels 
 Disposable gloves (4 pairs per person) and one pair of reusable chemical-resistant 

gloves 
 Safety glasses and laboratory coat 
 Autoclave bags (at least 2) 
 Large forceps or tongs to pick up sharps 
 Sharps container (or access to a ‘contaminated broken glass bucket’) 
 Dust pan and brush (an inexpensive plastic set is fine as they will be discarded) 
 Jug of household bleach (sodium hypochlorite), write date of purchase on side and 

replace annually.  If no concentration is provided on the manufacturers label, 
assume a concentration of 4% 

- on solid surfaces, use 1% bleach  
- for liquids, dilute liquid with concentrated bleach to a final concentration of 1% 

 

7.1.1  Biohazardous Spills Outside of a Biological Safety Cabinet 

 
Minor spills: - release of Risk Group 1 organisms without splashing or agitation 
 - release of a small volume (<100 mL) of a Risk Group 2  or Risk Group 1 

organism 
 
Major spills: - release of RG2 or RG1 organisms with splashing or aerosolization 
  - release of a large volume (>100 mL) of RG2 or RG1 organisms 
  - any spill that requires additional assistance (i.e., involves injury or eye  
  splash) 
 
 1. Assess the area for incident severity. 
  (a) How pathogenic is the organism involved? 
  (b) What volume and concentration of biohazardous material is involved? 
  (c) Do I need assistance? 
 2. Immediately secure all other biological materials in the vicinity of the spill. 
  (a) Ensure your own personal safety. 
  (b) Clear the area of all non-essential personnel and request assistance if  
   required. 
  (c) For major spills, wait 30 minutes to allow dissipation of aerosols created 

by the spill.   Close door and set up signage to prevent people entering the 
spill area. 
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 3. Deal with personal or co-worker injuries or potential injuries. 
  (a) Assess the area for personnel contamination.  Decontamination of personnel 

must be completed before clean-up of other affected surfaces.  Remove 
contaminated items and put them in an autoclave bag.  Contaminated 
clothing must be autoclaved prior to laundering. 

  (b) Initiate first aid if required:  wash the exposed area well with soap and water. 
  (c) Encourage bleeding if the exposure includes a sharps injury and repeat 

washing. 
  (d) For eye exposures flush eyes for 15 minutes in eye wash.  Seek medical 

attention. 
  (e) If the incident involves a potential exposure to human blood, body fluids or 

cell lines via broken, cut, punctured or otherwise non-intact skin, wash and 
seek medical attention within two hours. 

 4. Don appropriate protective equipment for clean-up. 
  (a)  Double gloves, lab coat, eye protection. 
  (b) Acquire 2 autoclave bags.  Autoclave bag 1 will be used for contaminated 

waste (i.e., disposable gloves, absorbent material, etc.).  Autoclave bag 2 
will be used to contain contaminated clothing (i.e., lab coats) which will be 
sterilized prior to laundering. 

 5. Attend to the spill. 
  (a) Contain the spill by gently placing paper towels or towels over the spill or 

surround the spill with absorbent spill dams.   
  (b) Gently pour disinfectant (concentrated bleach) onto the absorbent material 

beginning at the outside and moving towards the centre.  Alternatively soak 
cloth towels in diluted disinfectant (bleach diluted to 1%) and gently lay them 
on the spill area.  The entire spill must be covered. 

  (c) Let stand for 30 minutes.   
  (d) Remove outer layer of gloves and place in autoclave bag 1.  Remove all 

contaminated clothing and place in autoclave bag 2.  Remove inner pair of 
gloves and place in autoclave bag 1 and wash hands with soap and water. 

 6. Clean-up disinfected spill. 
  (a) Don appropriate protective equipment, double gloves, lab coat, eye 

protection. 
  (b) Pick up contaminated broken glassware with brush and dust pan, forceps or 

tongs – do not use your hands.  Place in “contaminated broken glass 
bucket” or sharps container for autoclaving. 

  (c) Using dust pan and brush or tongs, place all materials soaked with 
disinfectant (i.e., paper towels, towels, absorbent material) into autoclave bag 
1.  Chemically disinfected material does not need to be autoclaved but is still 
considered chemical waste. 

  (d) Reapply disinfectant to the spill area after initial clean-up.  Wait 30 minutes 
and clean-up again (repeat step 6). 

  (e) Disinfect/decontaminate the surface of any items or equipment that may have 
been contaminated. 

  (f) The contaminated brush and dustpan may be placed in autoclave bag 1.  
Contaminated tongs or forceps may be disinfected by autoclaving (if 
appropriate) or placed in a bath of 70% ethanol for 1 hour, followed by a 
water wash.  Remove outer layer of gloves and place in autoclave bag 1.  
Place lab coats in autoclave bag 2.  Remove inner pair of gloves and place in 
autoclave bag 1 and  wash hands with soap and water. 
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  (g) Autoclave bag 1, containing used paper towels/towels, gloves, etc. may be 
thrown out with regular waste.   Autoclave bag 2, containing clothing must be 
autoclaved prior to laundering. 

 7. Report incident and complete the Biosafety Injury/Hazardous Incident Report 
form (Appendix 3). 

 8. Make arrangements to restock items used in the spill kit. 
 
 
 
7.1.2  Biohazardous Spills Inside a Biological Safety Cabinet 

 

 1. Leave the cabinet fan running and immediately secure all other biological materials 
in the vicinity of the spill.  Remove all items not in contact with the spilled material. 

 2. For small spills (<50 mL) on the working surface, cover the spill with paper towels 
and gently flood the surface with disinfectant (disinfectant [usually 70% ethanol] 
should already be present).   Let stand for 15 minutes. 

 3. For larger spills or if the spill has run through the front or back grills into the catch 
basin beneath the work surface, those surfaces will also require decontamination.  
Prepare a fresh solution of diluted bleach (1% bleach).   Place paper towels on these 
surfaces and soak with diluted bleach.  Let stand 30 minutes. 

 4. Remove used paper towels and transfer to an autoclave bag for discard.   Remove 
broken glass using forceps and place in an autoclavable sharps container or 
“contaminated broken glass bucket”.  Wipe surfaces dry with paper towels and wash 
the surfaces well with distilled water and a final wash with 70% ethanol to prevent 
corrosion.   

 5. Wipe all interior cabinet surfaces and any remaining equipment and supplies located 
inside the cabinet with disinfectant.  Remove gloves and place in autoclave bag.  

 6. Allow the cabinet to run for at least 10 minutes after clean-up.  

 7. Report incident and complete the Biosafety Injury/Hazardous Incident Report 
form (Appendix 3). 

 

7.1.3  Biohazardous spills inside a centrifuge 

 If a breakage occurs or is suspected while a centrifuge is running, the motor should 
be switched off and the centrifuge left closed (e.g., for 30 minutes) to allow aerosols to 
settle.  Should a breakage be discovered only after the centrifuge has been opened, the lid 
should be replaced immediately and left closed (e.g., for 30 minutes). 

1. Inform the appropriate internal authority (supervisor, Biosafety officer). 
2. Follow the instructions for general spill clean-up.  If possible use a non-corrosive 

disinfectant known to be effective against the biohazard concerned.  (consult the 
centrifuge manufacturer’s specifications on the unit to confirm the chemical 
compatibilities). 

3. Use forceps to handle and retrieve broken tubes, glass fragments, and other sharps 
debris.  These can be decontaminated according to procedures for disposing of 
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contaminated broken glass.  Forceps, unbroken sealed safety cups, buckets, and 
the rotor should be placed in a non-corrosive disinfectant. 

4. The centrifuge bowl is to be washed with the disinfectant twice, washed with water 
and dried. 

5. Complete the Biosafety Injury/Hazardous Incident Report form (Appendix 3). 

 

7.2  Medical 
 

 All personnel working with biohazardous agents (organisms, toxins, body fluids, etc.) 
must read the Pathogen Safety Data Sheets or Material Safety Data Sheets associated 
with the agent.   For relevant biohazardous agents, personnel must be aware of the 
potential exposure routes by which the agents may enter their body and self-monitor for 
symptoms of disease.  Should exposure be suspected, regardless of the ability to identify 
the exposure event, the individual must consult the Principial Investigator.  If medical 
attention is required, the individual must inform the attending physician that they work in a 
research or teaching laboratory and identify the biohazardous agents with which they are 
currently handling.   

 All personnel working with biohazardous agents must know the location of the first 
aid kits and the list of first aid emergency responders. 

 All injuries and potential biohazard exposures must be reported using the Biosafety 
Injury/Hazardous Incident Report (Appendix 3) form. 

7.2.1  Needlestick – accidental puncture of the skin occurring when needles are used, 
disassembled or being disposed of. 

  (a) Remove personal protective equipment if covering affected area 
  (b) Wash affected area well with soap and water and flush with water for 5  
   minutes while squeezing wound site to promote bleeding 
  (c) If exposure involves human blood, clinical specimens, or human pathogenic 

organisms seek medical attention 
 
 Prevention of  needlestick injuries 
 1. Needles and syringes should only be used when there is no alternative 
 2. Never bend, shear or remove needles from syringe barrels.  If a needle must be 

recapped do so using forceps 
 3.  Maintain an approved puncture proof sharps container in the immediate work area 

and dispose of needles immediately after use 
 4. Ensure individuals know how to safely use and dispose of sharps and how to 

prevent needlestick injuries. 
 

7.2.2 Cuts 
  (a) Remove personal protective equipment if covering affected area 
 (b) Wash affected area well with soap and water and flush with water for 5 

minutes 
  (c) Apply appropriate bandage if required 
  (d) Seek medical attention as necessary 
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7.2.3 Burns 
   (a) Remove personal protective equipment if covering affected area 
   (b) Flush affected area with cold water until pain subsides 
   (c) Cover loosely with sterile gauze and seek medical attention as necessary 
 

7.2.4 Eye splash 
   (a) Rinse eyes at eyewash station for a minimum of 5 minutes 
   (b) Seek medical attention as necessary 
 

7.3 Fire and building evacuation 

All fire alarms are to be treated seriously.  It is every persons responsibility to: 
 
 1.  know the location of the nearest fire alarm pulls  
 2.  know the location of the nearest fire blankets and fire extinguisher 
 3.  be familiar with the laboratory floor plan and the location of the nearest exits 
 4. know the muster station 
 
Do not attempt to fight the fire unless: 
 

  all personnel in immediate danger have left the area 

  the fire is small (no larger than a wastepaper basket) and contained (as in a 
wastepaper basket) 

  your safety is not in jeopardy and you have a clear escape route 

  the fire is not producing thick smoke or toxic fumes 

  the proper extinguisher is immediately at hand 

  you have received fire extinguisher training and know how to use the extinguisher 
 

If the fire is not extinguished immediately (<10 seconds), leave it for professional fire-
fighters. 
Sound the alarm and exit the building. 
Wait for security (extension 4444) to arrive and provide information about the fire. 
 
 
A Biosafety Injury/Hazardous Incident Report  form (Appendix 3) must be filed following 
any fire, regardless of the size of the fire.  
 
When a fire alarm sounds: 
  
1. Immediately secure all biohazardous agents (replace lids on open petri dishes, culture 

tubes or flasks, etc.) 
2.  Turn off all equipment and close gas ports to extinguish open flames 
3. Remove PPE (i.e., gloves, lab coats) 
4. Exit the laboratory, shutting off the lights and closing, but not locking the door 
5. Report to muster station and do not re-enter the building until authorized by Security 

or Fire personnel. 
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7.4  Power Failure 
 
 In the event of a power failure, seal and secure all biohazardous agents in use (i.e., 
replace lids on open petri dishes, culture tubes and flasks, etc.).  Do not continue to work 
with biohazardous materials when power is not available for BSC’s and laboratory 
ventilation.  Avoid opening freezers, refrigerators, cold rooms and incubators.  Some 
buildings are equipped with emergency generators which provide emergency lighting and 
power to selected equipment (i.e., freezers).   Evacuation is recommended if the power fails 
after sunset. 
 

7.5  Floods or Water Leaks 
 
 Water may accumulate on the floor from leaks in the roof, around windows, 
plumbing failures, cooling system leaks (environmental chambers, electron microscopes), 
refrigerator failures or spills.  These are primarily a slipping hazard.   To prevent 
contamination of these sites, do not transport or manipulate biohazardous materials where 
flooding has or is occurring.  Check to ensure there are no bare wires or flooded electrical 
connections that could pose an electrocution hazard.  Identify the source of the water.  Alert 
other people in the area of the leak and notify Facilities Management (extension 2149) or 
after hours, Security (extension 4444) of the leak. 
 

7.6  Gas leak 
 
 In the event of a gas leak, leak of a hazardous chemical or unidentified odour, 
immediately secure all biohazardous materials (i.e., replace lids on petri dishes and re-cap 
culture tubes or flasks) and extinguish all open flames.  Attempt to identify the source of the 
odour.   If the source is determined and found to be non-hazardous attempt clean-up.  If the 
source is determined to be hazardous, evacuate the area, and close the doors.  Sound the 
fire alarm and evacuate the building.  Notify Security (4444) and do not re-enter the building 
until authorized by Security. 
 

7.7  Natural Disasters – earthquake 
 
 In the event of an earthquake, immediately secure all biohazardous materials (i.e., 
replace lids on petri dishes and re-cap culture tubes or flasks) and extinguish all open 
flames.  Take cover under the nearest lab bench and remain until shaking subsides.  
Carefully, using stairwells, exit the building. 
 

7.8  Other potential hazards – Aerosols 
 
 Handling of biohazardous material or toxins in a manner which generates aerosols 
poses the threat of inhalation or splashing.  Pipetting, the use of sonicators, culture stirrers, 
shakers or agitators are likely mechanisms for generating aerosols.  To reduce the 
generation of aerosols when: 
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7.8.1  Pipetting 
  (a) Never mouth pipet.  Use a mechanical pipet aid. 
  (b) Where possible, pipette biohazardous materials in a biosafety cabinet 
  (c) Never discharge biohazardous materials forcibly from pipettes 
  (d) Avoid splashing biohazardous materials by allowing them to run down the 

wall of the receiving container 
  (e) After use, re-usable pipettes should be placed in a proper container 

containing appropriate disinfectant to completely submerge the pipet.  These 
pipettes must be autoclaved and washed prior to re-use. 

 

7.8.2 Sonicating 
  (a) Operate sonicators in a sealed container or biosafety cabinet.  A towel 

moistened with disinfectant may be placed over the sonicator probe while in 
operation to contain aerosols 

  (b) Ensure proper ear protection is used 
  (c) Allow aerosols to settle for 30 minutes prior to opening and removing 

sonicated materials 
  (d) Wear gloves when retrieving materials from sonicator 
 

7.8.3 Agitating or Shaking Cultures 
  (a) For shaking biohazardous materials, always use appropriate equipment 

certified for this use 
  (b) Use heavy duty screw-capped containers or culture flasks and tubes where 

possible to prevent escape of aerosols 
  (c) Allow all aerosols to settle for 10 minutes prior to opening and removing 

contents 
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Chapter 8   Incident Reporting and Investigation 

 An accident is an unplanned event that results in injury, harm or property damage.  
An incident is an event that had the potential to cause injury, harm or property damage 
(i.e., near miss, dangerous occurrence).  An incident could be: 

 A potential or actual exposure to a biological agent, whether it results in a 
laboratory acquired infection or not. 

 An injury or near-miss incident related to work with biological agents 

 A potential or actual theft, loss or intentional misuse of a biological agent 
 

All incidents and accidents must be properly reported, documented and investigated.  
Incidents involving infectious material, toxins, infected animals or plants, or biocontainment 
failure must be reported immediately to the laboratory supervisor or principle investigator.  
Documentation of the accident or incident must be reported to the Biosafety Officer within 
48 h.   

 It is the supervisor’s or Principal Investigator’s responsibility to complete the StFX 
University Biosafety Injury/Hazardous Incident Report form (Appendix 3, and available 
on line at [Research Services Group/Certification/Biosafety])  and forward the completed 
form to the Biosafety Officer.   Required information for the report includes but is not limited 
to: 

 Who were the people involved in the incident (i.e., personnel, bystanders)? 

 What infectious material or toxin was involved in the incident? 

 What quantity or concentration of infectious material was involved? 

 Where and when did the incident take place? 

 How did the incident happen (i.e., what factors contributed to the incident)? 
 

 The Biosafety Officer will investigate and provide feedback including identifying 
corrective actions to prevent a recurrence of the incident; identifying opportunities for 
improvement; and communicating the investigation results and corrective actions taken to 
the appropriate parties  (i.e., laboratory personnel, Biosafety Committee, Dean and 
Associate Vice-President Research and Graduate Studies (AV-PRGS)) 

 The goal of the reporting, documentation and investigation is to identify failures in 
biosafety or biosecurity procedures such that corrective action may be implemented.  Root 
causes of incidents may include inadequate safe work procedures, inadequate training of 
personnel, or degrading equipment and infrastructure.   It is important to identify the 
sequence of events and the subsequent root cause(s) that led or contributed to the 
incident.   

 St. Francis Xavier University has a “Biosafety Laboratory Inspection Report” 
(Appendix 2) which is a compliance checklist to be used for inspections by the Biosafety 
Officer.  These inspections  and the checklist are used to identify potential 
equipment/procedures or practices that could result in a potential incident.   

 All individuals handling biohazardous materials are required to follow procedures 
and practices appropriate to the containment level. Violations in compliance are 
categorized as either major or minor offences. 
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 A major offence would result from violations which cause immediate risk or danger 
to the safety or health of personnel or which could result in the loss, theft or negligent 
release of biohazardous materials to the environment.  A major offence would include: 

 Consumption or storage of food or drink in the laboratory 

 Inadequate training of personnel 

 Refusal to wear required personal protective equipment 

 Inadequate security measures to safeguard biohazardous materials 

 Negligent release of a biohazardous material into the environment 
 

A minor offence would be a violation which poses no immediate risk or threat to health, 
safety or the environment but which could lead to an incident.  A minor offence would 
include: 
 

 Inadequate signage 

 Inappropriate use of warning labels 

 Inadequate inventory records 
 

Major Offence Actions 

1. On the first occurrence, written notification will be sent to the Biosafety Certificate 
holder, with a copy to the Department Chair, the appropriate Dean, and the Associate 
Vice-President Research and Graduate Studies (AV-PRGS), outlining the nature of the 
offence.  Immediate attention to and correction of the violation is required. 
 

2. On a second occurrence within a twelve month period, the Biosafety Certificate holder 
will be notified in writing, with a copy to the Department Chair, the appropriate Dean, 
and the AV-PRGS, that the certificate will be revoked until a meeting with the Biosafety 
Committee can be held.  The certificate holder may attend the meeting to explain why 
the certificate should be renewed.   Unless the certificate is reinstated, no further work 
involving biohazardous materials is permitted. 
 

3. On a third occurrence within twelve months of the second occurrence, the Biosafety 
Certificate will be cancelled and all inventory disposed of by the Biosafety Officer.  
Notification of this action will be copied to the Department Chair, the appropriate Dean, 
and the AV-PRGS. 

 

Minor Offence Actions 

1. On the first occurrence, the Biosafety Certificate holder will be notified verbally by the 
Biosafety Officer of the violation observed.  Minor offences must be corrected within 
seven (7) calendar days of verbal notification. 
 

2. On a second occurrence within a twelve month period, the Biosafety Officer will send 
written notification of the violation to the Biosafety Certificate holder, with copies to the 
Department Chair and the Biosafety Committee. 
 

3. On a third occurrence, within twelve months of the second occurrence, the Biosafety 
Certificate holder will be notified in writing, with a copy to the Department Chair, the 
appropriate Dean, and the AV-PRGS, that the certificate will be revoked until a meeting 
with the Biosafety Committee can be held.  The certificate holder may attend the 
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meeting to explain why the certificate should be renewed.  Unless the certificate is 
reinstated, no further work involving biohazardous materials is permitted. 
 

4. On a fourth occurrence within twelve months of the third occurrence, the certificate will 
be revoked. 

  



40 

 

Chapter 9   Transportation of Biohazardous Materials 

 The Canadian Biosafety Standards and Guidelines distinguish between movement 
of infectious materials and transportation of infectious materials.   Movement refers to the 
transfer of biohazardous materials within a containment zone or building, whereas 
transportation refers to the movement of materials between buildings at one location, 
within Canada or abroad.  Transportation or shipment of biological materials is governed by 
law and must meet Transportation of Dangerous Goods (TDG) regulations as well as 
International Air Transport (IATA) regulations.  Transportation must minimize risks to 
employees of the carrier, the public, shipping and receiving staff, transportation workers 
and emergency responders.   
 

9.1  Movement of infectious materials. 
 

 When moving infectious materials or toxins within a containment zone or building it 
is essential to prevent contamination and spills.  Infectious materials should be protected 
from being dropped, tipped or spilled.  Closed containers (i.e., sealed tubes, and flasks) 
provide primary containment.  Placing materials in leak proof trays with raised sides, on a 
cart when necessary, reduces the likelihood of a drop and contains any spills.   
 

9.2  Transportation of infectious materials. 

9.2.1  Transportation of infectious material between buildings. 
 All infectious materials transported between buildings must be packaged and moved 
in a manner which prevents spills  and release.  All materials must be in sealed, labelled 
containers, placed within leak proof, impact resistant, buckets or trays. 
 

9.2.2  Domestic and international transportation of infectious materials.  
 Transportation of materials known to contain or suspected of containing infectious  
materials or toxins using commercial carriers must be packaged in accordance with 
national and international regulations.  Regulations specify the packaging, documentation 
and certification requirements required to ensure the safe shipment of these materials.  
Technical instructions for transport is up-dated annually and is available at the International 
Civil Aviation Organization (ICAO) or International Air Transport Association (IATA) 
websites. 
 
  Under the Transportation of Dangerous Goods (TDG) regulations, biohazardous 
materials fall under Class 6.2 Infectious (substances which are known or suspected to 
cause disease, may be hazardous to animals or humans or both). There are six main 
categories under IATA and TDG Class 6.2 requirements:  
 

1. Infectious substances - contain or reasonably expected to contain pathogens, including 
bacteria, viruses, parasites, fungi, or recombinant microorganisms known to cause disease.  
 
2. Genetically modified organisms and micro-organisms that meet the definition of 
infectious - genetically modified organisms known or suspected to be dangerous to 
humans, animals or the environment; genetically modified organisms capable of altering 
animals, plants or microbiological substances.  
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3. Biological products - products derived from living organisms such as vaccines and 
diagnostic products.  
 
4. Diagnostic specimens - human or animal material including excreta, secreta, blood, 
tissue, tissue fluids being transported for diagnostic and investigative purposes.  
 
5. Clinical waste and medical waste - wastes derived from the medical treatment of 
humans, animals, or from biological research, have a relatively low probability that 
infectious substances are present.  
 
6. Infected animals - a live animal known or suspected to contain an infectious substance. 
Infected animals must not be transported unless the infectious substance cannot be 
consigned by other means.  
 

9.3  Import, Export and Transfer of infectious materials. 
 

 The Public Health Agency of Canada (PHAC) and the Canadian Food Inspection 
Agency (CFIA) regulate the importation and transportation of human and animal infectious 
material or toxins into and within Canada.  Any individual importing or transporting 
pathogens must have a valid permit for that pathogen, and must have a containment zone 
that complies with the applicable operational practices and physical requirements for that 
pathogen risk group.  The permit must accompany the pathogen during transport.  
Information pertaining to permit application may be found at the PHAC (for human and 
terrestrial animal pathogens) or CFIA  (for aquatic animal pathogens, non-indigenous and 
emerging animal disease pathogens) websites. 
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Appendix 1:  Safety Guidelines for Working with Human Body fluids 
 

 The following is a DRAFT document produced by the Department of Biology but not 
formally approved by the Faculty of Science, for the safe handling of bodily fluids.  The 
“Safety Guidelines for Working with Body Fluids” document is taken from the Guidelines 
and Best Practices, Faculty of Science  manual.  This protocol was developed to provide a 
standard operating protocol for teaching laboratories.  As the overarching Biosafety 
Protocol at StFX  applies to “human and non-human primate cell cultures, tissues and body 
fluids (e.g., blood, urine)”  the  following document has been included in the Biosafety 
Manual. 

DRAFT  
 
 
 

GUIDELINES AND BEST PRACTICES 
 

FACULTY OF SCIENCE 
 

V4: Edited June 2014 

Safety Guidelines for Working with Body Fluids 
 
Laboratory and clinical sessions provide hands-on experiences for students in a variety of disciplines and 
courses. Some sessions pose little or no risk to students or staff, while others pose some risk of a physical 
injury such as cuts, a risk of infection, or some other hazard. Working with body fluids is informative and at 
the same time, potentially hazardous. This document provides guidelines to professors, instructors, and 
research supervisors to mitigate the risks. Working safely with body fluids involves rather simple procedures, 
all centering on preventing contact and containing, disinfecting and disposing of fluids. 
 
Prior to the Laboratory or Clinical Session 
 

The professor, instructor or research supervisor should introduce the procedures and risks of a 
particular laboratory or clinical session in advance.  
 
Students are required to read and understand the risks and preventative measures outlined in this 
document. Knowledge and preparation are the keys to working safely in the laboratory or clinical 
arena. 

 
During the Laboratory or Clinical Session 
 

At the beginning of the laboratory or clinical session, the professor, instructor or research supervisor 
responsible must review the required procedures and risks. The professor, instructor or research 
supervisor should emphasize that although the laboratory or clinical session is itself mandatory, no 
individual is required to provide samples of his/her body fluids. 

 
General Regulations 
 
To avoid exposure to body fluids, the following basic procedures apply to all practical work in the laboratory 
or clinical session: 
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1. Avoid contact with the face (mouth, eyes, nose) during the laboratory session. For example, no eating, 

drinking, smoking, chewing gum or applying eye drops or cosmetics is permitted in the laboratory. No 
object (such as a pen) should be licked or placed in the mouth.   

2. Disposable gloves (latex, vinyl or nitrile type gloves) should be available for student and staff use. 
Gloves are required if contact with another individual’s blood is possible. Students and staff with non-
intact skin (who have cuts or other lesions) on their hands either should not handle other individual’s 
body fluids, or else they should don gloves before doing so.  

3. Immediately after use and before performing other tasks, gloves should be removed aseptically (by 
peeling them off inside out), discarded as directed, and hands must then be washed thoroughly. 

4. Personal belongings such as pens and notes should be protected from contact with body fluids. When 
possible, personal belongings should be left outside the laboratory or clinical area during sessions 
involving body fluids. 

5. Closed-toe/heeled shoes must be worn; open footwear is not permitted because of the risk of injury 
from dropped glassware, forceps, chemical solutions, etc. 

6. All injuries, splashes, spills and broken or dropped laboratory equipment associated with body fluids 
should be reported to the professor, instructor or research supervisor immediately for 
decontamination and cleaning procedures (see below).  

7. All students and staff must wash hands thoroughly with soap and water after handling body fluids and 
before leaving the laboratory or clinical arena. 

 

Effective Handwashing Guidelines 
See: The Canadian Centre for Occupational Health and Safety at 
http://www.ccohs.ca/oshanswers/diseases/washing_hands.html 

 

Disinfection Using Household Bleach 
Household bleach (sodium hypochlorite) concentrations range from 3% to 6% (ultra or concentrated 
bleach). To clean and disinfect surfaces contaminated with body fluids, use between 0.05% and 0.5% 
bleach, according to Infection Control Guidelines (December 1998) published in the Canada 
Communicable Disease Report Vol. 24S8:      See also 
http://www.ccohs.ca/oshanswers/hsprograms/cleaning_staff.html for other details. 

This can be achieved by mixing 1 part of bleach to be mixed with 99 parts of tap water (1:100) or 
one part of bleach to be mixed with 9 parts of tap water (1:10), depending on the amount of body 
fluids present on the surface to be cleaned and disinfected. 

 

Spills 
To clean up spills according to the World Health Organization guidelines available at 
http://www.who.int/csr/resources/publications/biosafety/Biosafety7.pdf 

Cover the spill with cloth or paper towels to contain it. Pour disinfectant over the paper towels and 
the immediately surrounding area. Apply disinfectant concentrically beginning at the outer margin 
of the spill area, working toward the center. After the appropriate amount of time (e.g. 30 min), 
clear away the materials. If there is broken glass or other sharps involved, use a dustpan or a piece 
of stiff cardboard to collect the material and deposit it into a puncture-resistant container for 
disposal. 

 

http://www.ccohs.ca/oshanswers/diseases/washing_hands.html
http://www.ccohs.ca/oshanswers/hsprograms/cleaning_staff.html
http://www.who.int/csr/resources/publications/biosafety/Biosafety7.pdf
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Collection and Handling Procedures  
 

Urine 

 urine should be collected in disposable cups 
o at the end of the experiment, the cups should be carefully rinsed, to avoid splashes and 

aerosol formation, and the rinse water treated as for waste urine, below 

 waste urine should mixed with household bleach to achieve a 1:10 dilution before pouring down 
the drain of one designated sink in the laboratory 

o care should be taken to pour the disinfected urine down the drain directly, not first into 
the sink 

o water from the tap should be used to flush the disinfected urine away so it does not 
pool in the (inappropriately named) p-trap 

 all supplies and equipment which contact urine should be either decontaminated in bleach 
before normal washing or else  placed in a closed bag (gloves, paper, disposable cups) or other 
container appropriate to the item before disposal  

Blood 

Blood sampling for measuring blood glucose levels only requires finger pricks. The use of modern 
sampling devices makes for a simple, safe sampling procedure when a few basic rules are followed. 
The following are procedure is based on Health Canada Recommendations available at: 

http://www.hc-sc.gc.ca/dhp-mps/medeff/advisories-avis/prof/_2005/blood-capill_lanc-ponc_dev-
dis_nth-aah-eng.php 

 blood sampling devices have two parts:  a lancet holder,  and a lancet which is the sharp 
point or needle that is placed in the holder  

 each lancet is for single use on one individual only 

 dispose of lancets in an appropriate biohazard-labeled sharps container after a single use 

 all supplies and equipment which contact blood or are used to handle blood should be 
either decontaminated in bleach before normal washing or disposed of as biohazardous 
waste in a  container appropriate to the item (biohazard bag for steam-sterilization of gloves 
etc. or a biohazard sharps container for lancets) 

  reusable lancet holders  must be soaked in a 1:10 dilution of household bleach for 30 
minutes between users 
o this is because blood may contact the end of the device during sampling and get 

transmitted to the next user 
o stand the sampler in a beaker of bleach and record the time. After 30 minutes, 

thoroughly rinse off the blood sampler before using 
 
 
 
  

http://www.hc-sc.gc.ca/dhp-mps/medeff/advisories-avis/prof/_2005/blood-capill_lanc-ponc_dev-dis_nth-aah-eng.php
http://www.hc-sc.gc.ca/dhp-mps/medeff/advisories-avis/prof/_2005/blood-capill_lanc-ponc_dev-dis_nth-aah-eng.php
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Appendix 2:  Biosafety Laboratory Inspection Report 
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Appendix 3:  Biosafety Injury/Hazardous Incident Report 
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Appendix 4:  Template for Pathogen Risk Assessment 
 

The following document was provided by the Public Health Agency of Canada, Biosafety 
and Biosecurity group and is intended to be used to assign a Risk Group to infectious 
organisms not currently covered by Pathogen Safety Data Sheets. 
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